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Instructions:

1. Put the grey scale in the centre of the display active screen area.

2. Adjust the grey scale step 255 horizontally and vertically in the centre of the display active screen area.

3. Measure the luminance, u´- and the v´- value of the grey scale step 255 in the middle of the right box.

4. Make a record of the values in a table.

5. Move the next grey scale step of 225 to the same position on the screen as for the 255 in the previous measurement.

6. Repeat the points 3 to 5 for the rest of the grey scale steps 195 down to 45.
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